
Installing a DentaPure® DP365B cartridge onto an A-Dec Bottle
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Remove two hex screws with 
1/8th inch allen wrench

Separate collar and lift 
pick up tube assembly 
from the bottle
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Insert pickup tube assembly with 
DP365B cartridge into bottle

Locate notches on inside of collar.
Match notches in collar with bottle 
and pickup tube assembly.

Secure two hex screws into collar 
with 1/8th inch allen wrench 
(taking care not to over tighten)
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