Sparkle™ Air/Water Syringe Tips

BCSAWSCL / BCSAWSWH / BCSAWS / BCSAWSB
INSTRUCTIONS FORUSE

No Adapter or converter needed with original equipment

1. Onmost nut style syringes, loosen the syringe
tip locking nut and insert the Sparkle™ Air/Water
Syringe Tip the same as you would a metal tip.

2. Onthe quick-change syringe, press in the outside
ring and insert the Sparkle Air/Water Syringe Tip the
same as you would a metal tip.

3. Before using the syringe, make sure the Sparkle
Air/Water Syringe Tip s firmly seated in the syringe.
The Sparkle Air/Water Syringe Tip is properly
installed when no lines or grooves are visible beyond
the syringe tip locking nut.

Sparkle Air/Water Syringe Tips are packaged and
sealed in a clean environment (not sterile).
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Made in China Not made with natural rubber latex.
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